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DOI: 10.1039/c0ay00511hNew potentiometric membrane sensors with cylindrical configuration for tetracycline (TC) are
described based on the use of a newly designed molecularly imprinted polymer (MIP) material
consisting of 2-vinylpyridine as a functional monomer in a plasticized PVC membrane. The sensor
exhibited significantly enhanced response towards TC over the concentration range 1.59  105–1.0 
103 mol L1 at pH 3–5 with a lower detection limit of 1.29  105 mol L1. The response was
near-Nernstian, with average slopes of 63.9 mV decade1. The effect of lipophilic salts and various
foreign common ions were tested and were found to be negligible. The possibility of applying the
proposed sensor to TC determination in spiked biological fluid samples was demonstrated.Introduction
Tetracycline (TC) is the representative molecule of a family of
well-known broad-spectrum antibiotics, used routinely in human
and veterinary medicine for the prevention and control of
disease. TC was discovered in 1953, it is indicated for use against
many bacterial infections and is extensively used in human
medicine and is particularly popular in veterinary medicine. It is
also used as a growth promoter in food-producing animals,1
added in sub-therapeutic doses to the animal feeds over lengthy
periods of time. As a result, there is a risk that residues of TC or
its metabolites are present in foodstuffs obtained from treated
animals, which may result in the emergence of antibiotic resis-
tance in both human and veterinary bacterial populations,
thereby having an impact on human health.2 Subsequently, to
ensure the health of consumers, the FAO/World Health Orga-
nization (WHO), and the European Union (EU) have set the
maximum residue limit (MRL) of tetracyclines in milk at 100 mg
L1. The US Food and Drug Administration (FDA) have set the
safe levels for the residues of tetracyclines, oxytetracycline, and
chlortetracycline in milk at 80, 30, and 30 mg L1, respectively.
The Chinese government standard (GB 18406.3-2001) sets the
maximum residue limit of tetracyclines in meat at 100 mg kg1.
To detect the residues of tetracyclines, a simple, rapid and
accurate method is required. Several procedures can be found in
the literature for the analytical determination of TC in different
matrices. Some of them are based on the determination of TC by
luminescence,3–6 spectrophotometry,7 HPLC,8–12 capillary elec-
trophoresis,13 amperometry14 and potentiometry.15–18 The
development of a new sensor will allow a simplified procedure to
be developed for the determination of TC based on the selective
potentiometric detection of TC.aREQUIMTE, Instituto Superior de Engenharia do Porto, R. Dr. Antonio
Bernardino de Almeida, 431, 4200-072 Porto, Portugal. E-mail: goreti.
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This journal is ª The Royal Society of Chemistry 2010Enhanced performance may be obtained by the use of
molecularly-imprinted polymers (MIPs). The regular approaches
for sensing technology are either electrochemical measurements
carried out using a potentiostat (i.e., potentiometry being
a particular example of the voltammetric measurement), or
simple millivoltammeter readings carried out using a potentiom-
eter. In the former case, many different MIP supports may be
used, but the equipment is expensive and is not portable,
requiring the repeated removal of oxygen by purging with
nitrogen gas, and Faraday cages for the use of very low currents.
For regular potentiometric readings that are carried out using the
type of pH meter found in any laboratory, the MIP-based
sensors we know incorporate polymer particles as a regular
ionophore in PVC membranes19–28 or else use sol–gel tech-
nology.29 Sol–gel-based sensors have very short life-times and are
not as reproducible as PVC-based sensors.
Thus, this work describes the preparation, characterization,
and application of polymeric membrane sensors based on the use
of a TC biomimic receptor prepared via imprinting of the
template with 2-vinyl pyridine (2-VP) as a functional monomer
and ethylene glycol dimethacrylate (EGDMA) as a cross linker.
The sensing materials were dispersed in a PVC matrix plasticized
with 2-nitrophenyloctyl ether (oNPOE) as a solvent mediator.
Other membrane components were also tested for comparison
purposes. The performance characteristics and selectivity of the
sensors were evaluated by the response potentials and selectivity
coefficients. The sensors exhibited high sensitivity, stability and
selectivity for TC+ ions over many common ions, and were
successfully used for determining TC+ ions in spiked biological
samples under static and hydrodynamic modes of operation.
The novelty of the present work is the use of molecularly-
imprinted materials as ionophores in a PVC selective membrane.
As far as we know, this has never been reported before and the
overall concept is also not often used (especially when consid-
ering the use of MIP with other transducers). In addition, the
main goal of this new sensor is to be used as a low-cost screening
method in locus, allowing the routine control of TC after field

















































View Onlineion-selective electrodes (ISEs), MIP-based sensors present an




All potential measurements were carried out using a Crison mpH
2002 decimillivoltammeter (0.1 mV sensitivity), at room
temperature, and under constant stirring, by means of a Crison,
micro ST 2038. The output signal in steady state evaluations was
transferred to a commutation point that enabled its reconnection
to one of six ways out. Each way presented an electrical antenna
connector that provided suitable adaptation to each selective
sensor. The assembly of the potentiometric cell was as follows:
conductive graphite | TC selective membrane | buffered sample
solution (acetate buffer, 5  103 mol L1, pH 4.7) || electrolyte
solution, KCl | AgCl(s) | Ag. The reference electrode was an
Orion Ag/AgCl double-junction (Orion 90-02-00). The proposed
sensors were prepared in conventional or tubular configura-
tions,30 suitable for steady and flow mode evaluations. Both
devices had no internal reference solution and epoxy-graphite
was used as the solid contact.
The Flow Injection Analysis (FIA) system comprised a Gilson
Minipuls 2 peristaltic pump, fitted with PVC tubing (0.80,
1.60 and/or 2.00 mm i.d.), and a four-way Rheodyne 5020
injection valve holding a loop of 250 mL. All the components
were connected together with PTFE tubing (Omnifit, Teflon,
0.8 mm i.d.) with Gilson end-fittings and connectors. The
support devices for tubular and reference electrodes, as well as
the confluence point accessory were constructed in Perspex as
reported elsewhere.31,32 The emf values were recorded using
a Crison mpH 2002 decimillivoltammeter (0.1 mV sensitivity)
connected to a PC through the interface ADC 16 (Pico Tech.,
UK) and PicoLog for windows (version 5.07) software.
Reagents
All chemicals were of analytical grade and de-ionized water
(conductivity < 0.1 mS cm1) was employed. TC hydrochloride,
amine ionophore (I) [calix[6]arene-hexaacetic acid], tetrakis-
(4-chlorophenyl)borate and poly(vinyl chloride) of high molec-
ular weight (PVC) were purchased from Fluka. Ethylene glycol
dimethacrylate (EGDMA), 2-vinylpyridine (2-VP) and benzoyl
peroxide (BPO) were purchased from Merck. Tetrahydrofuran
(THF) and 2-nitrophenyloctyl ether (oNPOE) were bought from
Riedel-de Haen.
Preparation of the molecular imprinted polymer (MIP)
The template (TC, 0.5 mmol) was placed in a glass tube (14.0 mm
i.d.) with the functional monomer (2-VP, 5.0 mmol), the cross-
linker (EGDMA, 24.5 mmol) and the initiator (BPO, 0.32 mmol)
and dissolved in 3 mL of acetonitrile which acts as a porogen
solvent. The polymerization mixture was sonicated, degassed
with nitrogen for 5 min, and cured at 70 C for 30 min. The non-
imprinted polymer (NIP) was prepared similarly but the template
was excluded from the procedure. The polymers were ground
and sieved to particle sizes ranging between 50 and 150 mm.2040 | Anal. Methods, 2010, 2, 2039–2045Extraction of the template molecule was carried out with
acetonitrile/water/acetic acid [(92.5 : 2.5 : 5 (v/v/v)] to eliminate
interfering compounds arising from the synthesis (template and
unreacted monomers). All polymers (MIP/2-VP and NIP/2-VP)
were left to dry at ambient temperature prior to use.
Sensor construction and calibration
Polymeric membranes employed for ISEmeasurements consisted
of 2 wt% electroactive material, PVC/plasticizer (1 : 2) polymeric
matrix and 30 mmol % relative to ionophore of lipophilic addi-
tive. The mixture was stirred until the PVC was well moistened,
and dispersed in 3.0 mL THF. These membranes were
placed in conductive supports of conventional or tubular
shapes. Membranes were allowed to dry for 24 h and placed in
a 1 103 mol L1 TC solution prepared in water. The electrodes
were stored in these conditions when not in use.
All potentiometric measurements were carried out at room
temperature. The emf of each electrode was measured in
buffer solutions obtained by transferring 0.5 mL aliquots of
1.0  102–1.0  104 mol L1 TC aqueous solutions to 100 mL
beakers containing 50.0 mL of 5  103 mol L1 acetate buffer of
pH 4.7. Potential readings were recorded after stabilization to
 0.2 mV and the emf was plotted as a function of the logarithm
of TC concentration. Calibration graphs were used for the
subsequent determination of unknown TC concentrations.
General working characteristics of the TC selective electrodes
were evaluated after calibration procedures carried out in batch
mode and in a flow two-channel manifold. The setup had as
carrier a solution enabling the ionic strength (IS) adjustment of
test solutions or a suitable buffer that allowed fixed pH and IS at
test solutions. The injection volume was 250 ml and the flow-rate
was 7 mLmin1. Each calibration was attained by injecting to the
flow stream a series of freshly prepared solutions of TC covering
the range of 1.0  105 mol L1 to 5.0  103 mol L1. The
corresponding peak heights were converted to potentials and
used to plot calibration graphs.
Binding experiments
Before the binding experiments were carried out, the TC mole-
cules in the MIP were removed by washing with a mixture of
acetonitrile/acetic acid (5 : 1, v/v) until the absorbance of TC at
356 nm was no longer detected in the eluate. The polymer was
dried to a constant weight at 60 C under vacuum. Then 20.0 mg
of MIP was mixed with 5.0 mL of TC solution at various
concentrations [0.02–1 mmol L1] in a 10 mL conical flask and
oscillated for 12 h at room temperature. After centrifuging at
3000 rpm for 10 min, the concentration of free TC in the
supernatant was detected by UV spectrophotometry at 356 nm.
The amount of TC bound to the polymer was calculated by
subtracting the concentration of free TC from the initial TC
concentration. The data obtained was used for Scatchard
analysis.
Determination of TC in spiked samples
1.0 mL aliquots of urine or serum samples were diluted with
102 mol L1 acetate buffer of pH 4.7 in a 25 mL calibrated flask

















































View Onlineand reference electrode were immersed in the solution, and the
potential readings were recorded after reaching the equilibrium
response (10–20 s). The concentration of TC was calculated using
a calibration graph. For continuous measurements (FIA), a flow
stream of 102 mol L1 acetate buffer of pH 4.7 carrier solution
was allowed to pass through the flow-cell at a flow rate of 7 mL
min1. Successive 250 ml aliquots of the standard TC and
unknown test sample solutions were injected into the flowing
stream. The corresponding potential change was measured and
recorded versus time. A typical calibration plot was made and
used to determine the concentration of the unknown samples.Results and discussion
Molecular imprinting is a technique used for the fabrication of
biomimetic polymeric recognition sites or ‘‘plastic antibodies/
receptors’’ which is rapidly attracting increased interest. By using
this technology, recognition matrices can be prepared which
possess high substrate selectivity and specificity. In the devel-
opment of this technology, several applications have been fore-
seen in which imprinted materials may be exchanged for natural
recognition elements. Thus, molecularly imprinted polymers
have been used as antibody/receptor binding mimics in immu-
noassay-type analyses, as enzyme mimics in catalytic applica-
tions and as recognition matrices in biosensors. The best
developed application area for imprinted materials, though, has
been as stationary phases for chromatography, in general, and
chiral chromatography, in particular. Electrochemical MIP
sensors come in various configurations that offer the possibility
of controlling electrode characteristics such as hydrophobic/
hydrophilic character, permeability and film thickness, all of
which are essential for obtaining (and maintaining) good sensor
performance. A key technical challenge in the development of
widespread cheap MIP-based sensors is in achieving an appro-
priate interface between the recognition element (MIP) and the
reporter circuit (transducer). In most cases, the MIP has to be
brought into close contact with the transducer surface.
In this work, a mimic receptor prepared via imprinting TC
with 2-vinylpyridine (2-VP) as a functional monomer and
ethylene glycol dimethacrylate (EGDMA) as a cross linker,
dispersed in PVC matrix plasticized with oNPOE solvent medi-
ator was tested as a sensor for the determination of TC. A scheme
of the stepwise fabrication process of the biomimetic receptor is
presented in Fig. 1. For comparison another recognition site,
based on calix[6]arene-hexaacetic acid derivative as an iono-
phore, was also used as a TC sensor.Fig. 1 Schematic representation of the TC imprinting process.
This journal is ª The Royal Society of Chemistry 2010Potentiometric response characteristics of the sensors
The molecular imprint designs the shape of a template molecule
on a polymeric layer (growing in bulk solution with the template
molecule). After washing out the template, this molecule is able
to rebind again to its imprinted ‘‘cavity’’. Thus, acting as the
recognition element on a potentiometric biosensor, MIP particles
should be able to specifically recognize and bind the target
analyte in an often complex sample. This ‘‘molecular recogni-
tion’’ on the TC potentiometric sensing element was confirmed
when ISEs prepared with MIPs showed better analytical
performance than those with NIP particles. Indeed, the slope of
MIP sensors was quasi-Nernstian while the response of NIP ISEs
was non-linear along the studied concentration range (Table 1).
The MIP sensor displayed average slopes of 57.3 mV decade1,
with 2.45  104 and 4.57  104 mol L1 detection limit and
lower limit of linear concentration, respectively.
The main drawback of the MIP sensor was its high limit of
detection. This feature could be improved by optimizing the
membrane composition, especially by considering the possibility
of employing a lipophilic additive. Anionic additives are used to
ensure that ISE membranes are permselective by reducing the
anionic interference and lowering the electrical resistance of the
membranes.33 In the present study, p-tetrakis(4-chlor-
ophenyl)borate (pClTPB) was added to produce lipophilic
anionic sites among the sensing membranes. This compound is
sufficiently lipophilic to remain solely in the organic membrane
phase when in contact with aqueous solution. In terms of
analytical performance, the addition of lipophilic additives is
expected to enhance the ISE performance, widening the linear
range with theoretical slope and stable sensor signals.33 Indeed,
this behavior was quite evident when comparing MIP ISEs with
and without additive; this compound decreased the limit
of detection by more than one decade (Fig. 2), to about
1.3  105 mol L1.
Unexpectedly, this observation was accompanied by an
increase in the slope (of about 11%). This supra-Nernstian
tendency was confirmed by preparing membranes of NIP with
additive; these were unable to work without this membrane
component and also became supra-Nernstian after its inclusion,
exhibiting even higher slopes, of 66.1 mV decade1. This behavior
was also confirmed by preparing blank membranes of additive,
showing this time average slopes of 72.8 mV decade1, and was
consistent for another kind of ionophore (commercial amine
ionophore) with additive (Table 1).
In fact, the MIP particles greatly improved the limit of
detection of the pClTPB sensor and this was a clear advantage.
However, the opposite perspective was implied here. The MIP
particles were meant to improve performance and the additive
was used to improve the permselectivity of the membrane, by
reducing the ionic interference and lowering the electrical
resistance of the membranes, in case the ionophore acted as
a neutral carrier. The observed behavior seemed however of
a charged carrier considering that membranes with only MIP
particles showed Nernstian response. In addition, NIP sensors
were not able to respond, suggesting that stereochemical
recognition of the analyte could be implicated. Of course, this
requires further evaluation and cannot be concluded from the
observed data.Anal. Methods, 2010, 2, 2039–2045 | 2041
Table 1 Potentiometric characteristic of TC membrane sensors in 5  103 mol L1 acetate buffer pH 4.7
Parameter MIP MIP + pClTPB NIP NIP + pClTPB pClTPB Amine ion + pClTPB
Slope (mV decade1) 57.3  0.9 63.9  0.7 24.9  0.5 66.1  0.9 72.8  0.7 76.9  0.8
R-squared (n ¼ 5) 0.995 0.994 0.953 0.996 0.992 0.991
Detection limit (mol L1) 2.45  104 1.29  105 — 2.8  105 6.31  105 2.51  105
Lower limit of linear rangea (mol
L1)
4.57  104 1.59  105 — 3.8  105 8.90  105 4.97  105
Working pH range 3–5 3–5 — 3–5 3–5 3–5
Standard deviation (sv) 1.1 1.3 — 1.3 0.9 0.8
Precision (%) 0.9 0.7 — 1.1 1.2 0.7
Repeatability CVw (%) 1.2 1.1 — 0.9 0.7 0.8
a The upper limit for linear range is 1.0  103 mol L1.
Fig. 2 Calibration plot of TC membrane sensors in 5  103 mol L1

















































View OnlineBinding properties of MIPs
The binding mode and site distribution between the synthesized
polymeric sensing materials and TC were evaluated by means of
specific binding experiments. For this purpose, fixed amounts of
MIP/VP were incubated with different concentrations of VP until
equilibrium was reached. The resulting binding capacity of MIP
(Q) was calculated according to the following equation:
Q¼ mmolðbound TCÞ
gðMIPÞ (1)
which divides the amount of bound TC by the amount of poly-
meric material (MIP) used as absorbent surface. For this
purpose, varying concentrations of TC were mixed with the
synthesized particles with continuous stirring until equilibrium
was reached. Bound TC was calculated by subtracting the free
TC in solution from the initial TC amount placed in contact with
the solid MIP/VP. The resulting binding capacities were plotted
against the initial TC concentration (Fig. 3A). The adsorption
data showed that the binding capacity of imprinted polymer
increased with an increase in the initial concentration of TC and
became saturated at higher analyte concentrations.2042 | Anal. Methods, 2010, 2, 2039–2045The corresponding experimental data was used to carry out







was applied for this purpose, where Q is the binding capacity;
Cfree is the free analytical concentration at equilibrium
(mmol L1);Qmax is the maximum apparent binding capacity; and
Kd is the dissociation constant at the binding site. The equilib-
rium dissociation constant was calculated from the slopes and
the apparent maximum number of binding sites from the
y-intercepts in the linear plot of Q/Cfree versus Q, Fig. 3B.
For VPY as a monomer the Scatchard plot was linear over the
entire TC concentration range, which means that the bonding
sites are homogeneous. The Scatchard plot has a linear section
within the plot. This revealed one class of binding sites in the
MIP. The equilibrium dissociation constantKd1 and the apparent
maximum amount Qmax1 for the higher affinity binding sites can
be calculated to be 196 mmol L1 and 34 mmol g1, respectively,
for dry polymer.Response time and lifetime
The time required to achieve a steady potential response (3 mV)
using the proposed sensors in 1.96  104 to 7.41  104 mol L1
TC solutions increases with concentration but was less than 20 s.
After replicate calibrations of each sensor were carried out, low
potential drift, long-term stability and negligible change in the
response was observed. The sensors were stored and conditioned
in 103 mol L1 TC solution. With all sensors examined, the
detection limits, response times, linear ranges and calibration
slopes were reproducible over a period of at least 4 weeks.pH effect
The effect of buffer pH on the analytical signal of TC sensors was
investigated by carrying out measurements in 5 mmol L1 acetate
and changing the pH within a range of 2.0 to 6.0. It is shown that
the slopes and sensitivities of TC sensors are almost unchanged
until pH 5.0 and decrease after pH 5.0 due to the formation of the
non-cationic species.
The time required to achieve a steady potential response within
3 mV using the proposed sensors in 105 to 103 mol L1 TC
solutions with a rapid 10-fold increase in concentration wasThis journal is ª The Royal Society of Chemistry 2010
Fig. 3 (A) Binding isotherm for the TC imprinted polymer,Q is the amount of TC bound to 20.0 mg of the respective polymer; t¼ 25 C;V¼ 10.0 mL;

















































View Onlinebelow 20 s. Replicate calibrations for each sensor indicated low
potential drift, long-term stability and negligible change in the
response of the sensors. The sensors were stored and conditioned
in 104 mol L1 TC solution of pH 4.7. With all sensors exam-
ined, the detection limits, response times, linear ranges and
calibration slopes were reproducible to within  5% of their





MIP + pClTPB pClTPB
Amine
ionophore (I) + pClTPB
Oxycycline 0.56 1.11 0.47
Creatinine 1.02 1.12 0.84
Naldixic acid 1.72 1.68 1.55
Glycine 1.93 1.90 2.53
NH2OH.HCl 0.63 1.94 2.41
Cysteine 0.67 2.05 2.35
Alanine 0.59 1.80 3.01
Tartaric acid 1.17 1.09 3.50
Citric acid 1.12 1.05 2.43
NH4
+ 1.44 1.33 1.41
Na+ 1.75 1.49 1.48
K+ 1.37 1.22 1.47
Ba2+ 3.59 3.63 2.38
Ca2+ 3.51 3.45 2.54
Mg2+ 3.82 3.47 2.26Selectivity study
The selectivity is clearly one of the most important characteristic
of a potentiometric sensor. It represents the preference of
a sensor for the response to the primary ion over another ion,
acting as an interfering species. There are several ways to
calculate theoretical values of potentiometric selectivity coeffi-
cients (Kpot), and each one of them has its own limitations and
advantages. For this study, the separated solution method (SSM)
(ai¼ aj¼ 5 104 mol L1, activities of main, i, and interfering, j,
ions) was selected. It is quick and evaluates the selective response
of an ISE for a single ion in solution. Thus, the corresponding
Kpot values can only be considered for comparing the analytical
behavior of the constructed ISEs.
Kpot values were calculated as previously described,34 and the
obtained results are summarized in Table 2 (in log). As inter-
fering ions, several organic and inorganic compounds were
selected; amino-acids and inorganic ions that are usually present
in biological fluids were considered for this purpose. The typical
selectivity order of an MIP + pClTPB-based sensor with
membrane plasticized with oNPOE was: oxycycline > alanine >
NH2OH.HCl > cysteine > creatinine > citric acid > tartaric acid
> K+ > NH4
+ > naldixic acid > Na+ > glycine > Ca2+ > Ba2+ >
Mg2+. The selectivity order of a pClTPB membrane-based sensor
was: citric acid > tartaric acid > oxycycline > creatinine > K+ >
NH4
+ > Na+ > naldixic acid > alanine > glycine > NH2OH$HCl
> cysteine > Ca2+ > Mg2+ >Ba2+. The selectivity order of an
amine ionophore I + pClTPB membrane-based sensor was:
oxycycline > creatinine > NH4
+ > K+ > Na+ > naldixic acid >
Mg2+ > cysteine > Ba2+ > NH2OH$HCl > citric acid > glycine >
Ca2+ > alanine > tartaric acid.
In general terms, the interference of all ionic species was found
to be negligible. Generally, divalent ions caused less interference
than monovalent ones. Inorganic ions were also less interferingThis journal is ª The Royal Society of Chemistry 2010than organic species. The behavior of the three electrodes was
similar. Once, these electrodes evaluated contained additive, it
means that the additive was governing the observed selectivity
pattern that was near-hofmeister. Thus, is not possible to
conclude that MIP particles would not be better alone, but as
their general performance improved by the presence of an
additive, only these sensors were studied. In general, the
combination of MIP plus additive was responsible for the widest
linear range and the closest sensitivity to the Nernstian theoret-
ical behaviour. Increased slope may not be a good feature in
potentiometric measurements. Getting a Nernstian slope, is an
important feature since it enables an easy assessment of the
relative sensitivity and also know if the response of the electrode
follows theory, given by the modified Nernst equation. This
theory is based on the transduction of a potential that varies
predictably with the concentration of a certain ion in solution, in
this case the TC.Flow injection setup
The power of FIA as an analytical tool lies in its ability to
combine analytical functions in a wide variety of different waysAnal. Methods, 2010, 2, 2039–2045 | 2043




Serum 42.9 38.87  1.95 90.5  4.54
124.4 116.84  3.97 93.9  3.19
236.5 231.33  9.51 97.8  4.02

















































View Onlineto create a broad range of different methodologies, and perform
these methodologies rapidly and automatically with minute (mL)
amounts of sample. A double-channel flow manifold was set-up
and afterwards gradually optimized with the purpose of allowing
the introduction of low sample volumes with maximum repro-
ducibility and sampling rate. Hence, the influence of several
parameters such as flow rate and injection volume was studied.
ISEs of MIP + pClTPB were used in this study.
The dependency of the peak heights and peak width (and time
to recover the baseline) on flow rate was studied using the elec-
trode response to a 5.0  104 mol L1 solution of TC. The total
flow rate was varied from 4.0 to 10.0 mL min1. As the flow rate
increased, the peaks became narrower and decreased in height to
a nearly plateau at a flow rate of 7–8 mL min1. Therefore,
a value of 7.0 mLmin1 allowed analytical calibrations with good
sensitivity as well as high sampling rates.
In general, peak heights increased with the increasing sample
volume, although the effect was less marked at higher concen-
tration.35 For the proposed sensor, different sample volumes
from 20 to 250 ml were studied; the peak height reached nearly
100% of steady state at 250 ml injected. Thus, this sample volume
was selected as an optimum amount.
Under the optimum conditions, which ensured signals with at
least 90%of steady state, the typical calibration curve presented the
average analytical features indicated in Table 3. A linear response
to the logarithmof TC concentrationwas obtained from5.0 105
to 5.0  103 mol Ll, with a detection limit of 4.0  105 mol Ll
and a slope of 69.9 mV decade1. Comparing batch analysis with
FIA, the formermode of analysis showed near-Nernstian behavior
whereas the flow mode provided supra-Nernstian responses. This
slope increase wasmost probably correlated to the transient nature
of the signal, when and if the lower concentrations take longer to
reach the equilibrium than the higher concentrations of TC.Under
these conditions, the % of steady state reached for lower concen-
trations is lower than for higher concentrations.
The precision for repeated injections was high, with a typical
standard deviation of 0.8 mV for 5 consecutive injections. The
FIA system optimized as described above enabled a maximum
sampling rate of about 28–30 samples h1. The repeatability of
the electrode response was excellent; the relative standard devi-
ation of peak height for 5 injections of 1.0  104 and
5.0  104 mol L1 solutions was 0.7 and 0.9%, respectively.Determination of TC in spiked biological fluids
Application of the method to the determination of TC in
biological fluids was tested by spiking aliquots of serum andTable 3 Response characteristics of TC membrane-based sensor
plasticized in oNPOE under FI operation
Parameter MIP + pClTPB
Slope (mV decade1) 69.9  0.7
Correlation coefficient (r) 0.996
Lower limit of detection (mol L1) 4.0  105
Limit of linear range (mol L1) 5.0  105
Chosen flow rate (mL min1) 7
Carrier solution acetate buffer 5  102 mol L1
pH 4.7
Output (samples h1) 28–30
2044 | Anal. Methods, 2010, 2, 2039–2045urine samples with a known standard of TC. An average
recovery of 99.1% was obtained with a relative standard devia-
tion of  0.8%. Results obtained for the determination of TC in
spiked serum and urine samples using batch and FIA are listed in
Table 4.Conclusions
A TC potentiometric sensor fabricated from an MIP based on
the use of 2-VP as a functional monomer exhibited excellent
potentiometric performances such as fast response, a wide
working pH range, high sensitivity, long-term stability, good
selectivity and automatic feasibility. The use of this sensor as
a detector for the continuous monitoring of TC offered the
advantage of simple design, ease of construction and possible
application in the routine control of pharmaceutical drug solu-
tions and biological fluids, after suitable preconcentration
procedures. The detector displayed a wide dynamic measurement
range for the drug (4  105–1.0  103 mol L1) under
a continuous mode of operation at a flow rate of 7.0 mL min1
and a sample output of 28–30 samples h1.Acknowledgements
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